
DENTAL

Sterilizer and QuickClean 
Shutdown Procedures

STEP 1: Wash the exterior of sterilizer using a cloth or
wipe containing a quaternary amine disinfectant. 
Do not use metal brushes, steel wool or other 
abrasives to clean the unit. Do not use solutions 
containing alcohol or bleach.

STEP 2: Rinse the sterilizer exterior with distilled water*
and let dry completely.

STEP 3: Open the sterilizer door. Clean the gaskets and
mating surfaces with a damp cloth.

M9 and M11 Steam Sterilizers
Caution: Before cleaning, make sure your sterilizer unit is cooled to room temperature.

STEP 4: Using the drain tube mounted on the front of
the unit, drain the water from the reservoir. With 
assistance, tilt the unit to ensure the reservoir has 
been drained as completely as possible. Note: This 
step is unnecessary if the sterilizer is connected to a 
direct-to-drain thermal reduction system. 

STEP 5: Remove all trays, racks and plates from the interior
of the sterilizer. Wash these items and the inside 
of the sterilizer chamber with mild soap and water. 
Rinse with distilled water* after washing.

STEP 6: Let chamber air dry completely before closing
the door.
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STEP 1: Drain water from the reservoir.
STEP 2: Empty the waste bottle.
STEP 3:     Fill the waste bottle with tap water to MIN line.
STEP 4:     Run a full cycle, including full air drying phase.
STEP 5:     Empty the waste bottle again and power off.

Prior to shut down for an extended period.

QuickClean™ Units
STEP 1: Drain the cleaning solution from the tank.
STEP 2: Remove the baskets and wipe down the inside

of tank with soap and distilled water*.

STEP 1: Fill the waste bottle with tap water to MIN line.

STEP 2: Run three wrapped cycles.

STEP 3: Clean and rinse the baskets with soap and distilled
water and let air dry.

STEP 4: Replace the baskets when dry.

 Statim G4 2000/5000 Sterilizers
Before starting up after non-use period.

STEP 3: Remove the cassette once it cools.

STEP 4: Clean the top (lid) and bottom (tray) of the cassette
using a soft cloth to wipe the inside surfaces and
then rinse thoroughly with tap water.
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